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Abstract 

A new ion guide has been modeled and tested for the production of a low energy 
(ss 40 kV) ion beam of daughter products of alpha-emitting isotopes. The guide is 
designed to evacuate daughter recoils originating from the a-decay of a 233 U source. 
The source is electroplated onto stainless steel strips and mounted along the inner 
walls of an ion guide chamber. A combination of electric fields and helium gas flow 
transport the ions through an exit hole for injection into a mass separator. Ion guide 
efficiencies for the extraction of 229 Th+ (0.06%), 221 Fr+ (6%), and 217 At+ (6%) beams 
have been measured. A detailed study of the electric field and gas flow influence on 
the ion guide efficiency is described for two differing electric field configurations. 

Key words: Gas cell, 229 Th, Electric field guidance, Ion guide 
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1 Introduction 

In order to probe the structure of low 
energy nuclear isomeric states whose 

* Tel.: +358-14-260-2440; fax:+358-14- 
260-2351 

Email address: bwt@phys .jyu.fi 
(B. Tordoff ). 



surroundings can substantially influ- 
ence the properties of the state [1], 
it has become necessary to develop a 
means of performing measurements 
in a medium- free environment. The 
method described here implements 
the Ion-Guide Isotope Separator 
On-line technique conceived [2], de- 
veloped [3,4,5,6] and successfully 



Preprint submitted to Elsevier Science 



8 February 2008 



used at the University of Jyvaskyla 
for over 20 years. In the technique, 
nuclear reaction products are ther- 
malised in fast flowing helium gas and 
are extracted as ions through an exit 
hole for injection into a mass separa- 
tor. The Jyvaskyla IGISOL system 
has recently been upgraded, both in 
general design [7] in order to handle 
higher primary beam currents and in 
post-gas cell ion guidance. This latter 
upgrade has resulted in the installa- 
tion of a radio-frequency sextupole 
ion guide which replaces the skim- 
mer system based on previous tests 
in Jyvaskyla [8] and elsewhere [9,10]. 
The rf-sextupole has the advantage 
of a higher overall mass resolution 
and better transmission efficiency 
A laser ion source has also recently 
been developed [11] based upon res- 
onance ionisation in a gas cell [12,13] 
and variations thereof [14]. Devel- 
opments in ion guide technology [8] 
have shown that the addition of in- 
guide electric fields improves the ex- 
traction efficiency and reduces the 
evacuation time of radioactive ions. 



2 Ion Guide Design 

The ion guide dimensions are specif- 
ically designed to maximise the pro- 
duction of a radioactive ion beam of 
229 Th dictated by the shape and a- 
recoil energy of the source. Moreover, 
the guide is adaptable to any a-recoil 
source and is fully compatible with 
both the new laser ion source and rf- 
sextupole ion guide. 

2.1 The 229 Th + source 

The dimensions of the ion guide were 
chosen so that the maximum range 
of 84 keV a-recoils in 50 mbar He gas 
(10 mm) was smaller than the guide 
radius (57.5 mm). The source of 
229 Th was produced (Eq. 1) through 
neutron capture and subsequent (3~ 
decay of unstable nuclei from a seed 
nucleus of 232 Th. This source was 
supplied by Isotope Products Labo- 
ratory, Bubank, USA. 



In this work two electric field ar- 
rangements have been designed and 
tested for the evacuation of daugh- 
ter recoils originating from a 233 U 
source inside a large volume gas cell. 
Firstly, a standard electrostatic field 
has been modeled and tested em- 
ploying charged stainless steel plates 
close to the guide exit hole based 
upon an earlier design [15]. Secondly, 
an electron emitter design [8] has 
been tested, whereby a potential dif- 
ference is created in the guide via a 
source of electrons close to the exit 
hole. 



232 T/i(n, 7 ) 233 T/i^ 233 Pa^ 233 U 

(1) 

The 233 U parent was dissolved in 
isopropanol and chemically electro- 
plated onto 12 stainless steel sheets 
with dimensions 76.2 mm x 25.4 
mm. These strips were then mounted 
on the inside surface of the gas cell 
defining its diameter to be 115 mm. 

The strength of the source supplied 
was measured through analysis of its 
a-spectrum (Fig. 1). The dominant 
a-decay peak arising from the decay 
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Fig. 1. Direct alpha spectrum from one 
233 U foil taken over a 10 minute collec- 
tion time. 

of 233 U to 229 Th was fitted yielding a 
source strength of 10 6 Bq. The inset 
of Fig. 1 shows a magnified portion 
of the spectrum where alpha peaks 
relating to decays lower in the de- 
cay chain have been identified. Table 
1 lists the alpha energy and corre- 
sponding isotope of these peaks. The 
presence of decays from the 232 Th 
chain indicates a population of im- 
purities not fully suppressed in the 
extraction of 233 U from the breeder 
reactor. 



2.2 Gas Flow Ion Guidance 



The helium gas flow was numeri- 
cally modeled [16] for the ion guide 
and results can be seen in Fig. 2. 
The injection of He buffer gas on the 
symmetry axis of the guide creates a 
localised fast flowing region, whose 
velocity stagnates at larger guide 
radii. Increasing the pressure inside 
the guide to 50 mbar confines the 
region to a smaller volume and in- 
creases the flow speed to 50 ms _1 on 
the symmetry axis. To take advan- 
tage of this flow, electric field config- 
urations have been designed which 
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Table 1 

Alpha peak energies and origin in the 
source a-spectrum. 
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Fig. 2. Helium gas flow velocity distri- 
bution for an ion guide pressure of 50 
mbar. Each isovelocity contour denotes 
0.4 ms _1 of gas flow. Gas enters from 
the left and exits through the hole on 
the right. 

preferentially direct charged recoils 
from the walls of the chamber to the 
central fast flowing gas region. 

The evacuation time of the entire 
guide due to gas flow alone can be 
estimated from the cell volume and 
exit hole conductance. The cell evac- 
uation time, T [s], is empirically ap- 
proximated for a helium filled cylin- 
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where V is the cell volume, C [m 3 s _1 ] 
is the hole conductance, <fi e xit is the 
exit hole diameter (2 mm) and r 
(57.5 mm) and z (120 mm) are guide 
dimensions. The constant in the de- 
nominator (4.51 xlO 5 ) is in units of 
[mm s _1 ] and is dependent upon the 
elemental composition of the buffer 
gas. One can estimate the mean life- 
time, r [s], of an ion diffusing from 
the symmetry axis of an infinitely 
long cylinder of radius tq [mm] and 
pressure p [mbar] at room tempera- 
ture as [17] 



T = 



p 

500 



r 



24.05 



(3) 



Since this corresponds to 570 ms at 
50 mbar with a cylinder radius of 
57.5 mm, diffusion to the walls oc- 
curs on a comparable timescale to 
the total guide evacuation time if gas 
flow alone is considered. 



2.3 Modeling of Electrostatic Field 
Guidance 



The extraction end of the gas cell 
is adaptable to two electric field 
arrangements. Firstly, a series of 
charged stainless steel plates of de- 
creasing inner diameter (Table 2) 
create an electrostatic field which 
penetrates into the gas cell and draws 
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Fig. 3. Schematic drawing showing the 
positions of the a- recoil source for de- 
termining the ion guide efficiency. 

charged a-recoils to the exit hole 
region (Fig. 3). 



Electrode 
Number 


Inner 
(mm) 


Outer 

<t> 

(mm) 


Resistance 

(kn) 


1 


50 


130 





2 


26 


95 


5 


3 


14 


95 


30 


4 


6 


95 


90 


5 


2 


115 


270 



Table 2 

Electrostatic ring dimensions. The elec- 
trodes are numbered sequentially from 
the gas cell toward the exit hole. 

The shape and distribution of 
equipotential lines within the guide 
are shown in Fig. 4 for an applied 
voltage of -150 V placed on the out- 
ermost electrode (electrode 5) in the 
resistor chain. The field gradient is 
variable through interchanging resis- 
tance values connecting each plate. 
Optimum values for the resistance 
ratios were deduced through mod- 
eling of the ion guide by the pro- 
gram SIMION [18]. Care was taken 
to maximise the penetration depth 
of the electric field and to provide a 
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Fig. 4. Equipotential lines arising from 
charged stainless steel plates between 
the ion guide exit hole and gas cell. 
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Fig. 5. Potential function of ra- 

dius for various distances from the exit 
hole of the electrostatic plate guide. In- 
creasing the voltage on the electrostatic 
plates only provides a significant poten- 
tial close to the guide exit hole. 

symmetric field which would guide 
the ions to the exit hole of the guide. 

The potential as a function of radius 
for different distances from the exit 
hole was modeled (Fig. 5) indicat- 
ing that distances further than 2 cm 
from the the hole are effectively re- 
dundant due to the weak potential 
difference present in this region. Ions 
close to the exit hole will be success- 
fully extracted, however some frac- 
tion of ions will be lost due to colli- 
sions with the guide front wall. This 
problem has been addressed success- 
fully elsewhere [19,20] through the 
use of rf electric fields to prevent ions 
hitting the guide walls. 
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Fig. 6. Cut through view of the electron 
emitter end plate design. The gas cell is 
on the right of the picture and the mass 
separator is to the left. 

2.4 Modeling of Electron Emitter 
Field Guidance 

A second variation of the ion guide 
extraction region includes a circu- 
lar focussing electrode followed by 
a loop of thoriated tungsten W(Th) 
wire (Fig. 6). The wire is doped 
with 1% 232 Th in order to reduce 
the work function. By passing an 
electric current through the wire, 
it is Joule heated to w 2000 K and 
electron emission occurs. This cre- 
ates a potential difference inside the 
guide due to the spatial distribution 
of electrons which draws positively 
charged a-recoils through the exit 
hole. By solving Poisson's equation 
iteratively using the particle-in-cell 
technique, the resulting electric field 
has been modeled for various emitter 
currents, an example of which can be 
seen in Fig. 7. 

The potential as a function of ion 
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Fig. 7. In-guide equipotential lines aris- 
ing from an electron emitting W(Th) 
wire surrounding the guide exit hole. 
Emitter currents of 100 fj,A (top) and 
fiA (bottom) are shown in the figure for 
an ion guide pressure of 50 mbar. 

guide radius can be seen in Fig. 8 
for the case of the electron emitter, 
showing a greater potential difference 
further from the exit hole compared 
to the electrostatic plate potential 
(Fig. 5). The potential gradient with 
no emitter current arises from a fo- 
cussing electrode surrounding the 
exit hole and a skimmer electrode 
placed after the W(Th) wire. 
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Fig. 8. Potential as a function of ion 
guide radius for various distance from 
the exit hole of the electron emitter 
guide. As the electron emitter current is 
increased, the potential gradient within 
the guide increases providing more effi- 
cient and faster ion extraction. 



3 Ion Guide Efficiency Tests 

In order to determine the extraction 
efficiency of the ion guide with the 
two different electric field arrange- 
ments, an a-recoil source of 223 Ra [8] 
was collected onto a 3 cm diameter 
metal coin fixed to a rigid aluminium 
rod. 

Alpha recoils of its decay product, 
219 Rn, were ejected from the source 
and guided to the exit hole by a com- 
bination of the in-guide electric fields 
and helium gas flow. The ions were 



guided through the rf-sextupole, 
mass separated and implanted onto 
a foil in front of a silicon detector 
in the focal plane of a 55° mass 
analysing magnet. Alpha decays 
from the daughter of 219 Rn, 215 Po, 
were detected yielding an ion guide 
efficiency, relative to the total num- 
ber of a-recoils emanating from the 
source. The ion guide efficiency was 
studied as a function of a-source dis- 
tance from the exit hole for the two 
distinct in-guide electric field config- 
urations and includes a 30% trans- 
mission efficiency from the ion guide 
to the focal plane of the magnet. 
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Fig. 9. Ion guide efficiency func- 
tion of resistor stack voltage for differ- 
ent distances from the exit hole. 



3.1 Efficiency of Extraction of 
a-Recoils Using Electrostatic 
Field Guidance 



With an ion guide pressure fixed at 
50 mbar to provide buffer gas ther- 
malisation, the efficiency func- 
tion of the fifth electrode voltage was 
measured at various distances from 
the guide exit hole, along the sym- 
metry axis (Fig. 3). The results are 
shown in Fig. 9. At the zero posi- 
tion an efficiency close to 0% is ob- 
served arising from the range of re- 
coils being larger than the source - 
wall distance. At short distances from 
the exit hole, the gas flow and elec- 
tric field are perturbed by the pres- 
ence of the a-recoil source providing 
somewhat misleading results. The ef- 
ficiency then increases to a maximum 
value at 4 cm from the exit hole. It is 
reduced at larger distances due to a 
compromised range of ions, even in a 
guiding electric field. 



3.2 Efficiency of Extraction of a- 
Recoils Using Electron Emitter 
Field Guidance 



The electron emitter guide does not 
require the use of the SPIG as it has 
its own skimmer system which con- 
nects directly to the front end of the 
beamline. The effect of an electron 
emitter current upon the ion extrac- 
tion efficiency has been investigated 
previously [8] for small gas cell radii 
(r = 30 mm). This work extends the 
applicability of the method to larger 
gas cell radii (r = 57.5 mm) and ex- 
tended alpha source spatial distribu- 
tions as well as off-axis geometries. 
The electron emitter current required 
to provide a given space charge effect 
is a function of the electron mobility 
and therefore helium gas pressure. 
Helium gas pressure also dictates the 
temperature of the emitter wire and 
the corresponding amount of electron 
emission. At a fixed helium pressure 
of 50 mbar large space charge effects 
can be observed with relatively low 
emitter currents. Fig. 10 shows the 
ion guide efficiency as a function of 
electron emitter current with the 
a-recoil source at various positions 
along the axis of the ion guide. For 
recessed positions inside the guide 
relative to the exit hole, the effi- 
ciency increases rapidly function 
of electron emitter current. The effi- 
ciency peaks at approximately 10 /xA 
for all source positions. This is due 
to a saturation of electrons within 
the guide at this value. The efficiency 
drops at higher emitter currents, but 
the processes leading to this trend 
are not fully understood. 
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Fig. 10. Ion guide efficiency as a func- 
tion of electron emitter current for a 
fixed pressure of 50 mbar. 

In comparison with the electrostatic 
guide, the maximum peak efficiency 
obtained is similar, however the in- 
tegrated total guide efficiency is an 
order of magnitude higher. This can 
be attributed to a greater poten- 
tial gradient throughout the guide, 
which is particularly evident at large 
distances from the exit hole where 
the electron emitter potential gradi- 
ent is an order of magnitude greater 
than that of the electrostatic po- 
tential. A further striking difference 
between the two methods is that the 
maximum efficiency increases as a 
function of distance for all positions 
in the electron emitter guide whereas 
this is not the case for the electro- 
static guide. 



was chosen to provide electric field 
guidance for production of the tho- 
rium ion beam. The pressure was 
again fixed at 50 mbar and the elec- 
tron emitter current was maintained 
at 5 fiA which were experimentally 
determined optimum values for the 
off-axis 229 Th source. 

Mass separated alpha spectra arising 
from decays lower in the 233 U decay 
chain were taken and alpha peaks at- 
tributed to 221 Fr (ti= 4.9 min) and 

2 

217 At (ti= 32.3 ms) were observed. 
Both rates were of the order of 30 
s _1 which, through calibration of the 
source strength, results in a total ion 
guide efficiency of 6% ± 0.5% for the 
extraction of both 221 Fr and 217 At. 
Since the population of both fran- 
cium and astatine are in equilibrium 
in the source, the fact that both are 
extracted with the same efficiency in- 
dicates that the evacuation time of 
the guide is less than the half life of 
217 At, otherwise it would have a lower 
yield. If one compares this lifetime 
to the 680 ms total guide evacuation 
time given simply by the cell volume 
and hole conductance, it is clear that 
the electric field provides at least an 
order of magnitude reduction in ex- 
traction time compared to gas flow 
alone. 



4 Extraction of a Thorium Ion 
Beam 

4-1 Production Efficiency of Mass 
Separated Ion Beams 

Based upon the results in section 3, 
the electron emitter guide system 



4-2 Ion Beam Identification with 
the JYFLTRAP Double Pen- 
ning Trap 

As the half life of 229 Th is 7880 years 
[21], particle identification was car- 
ried out by isobaric mass separation 
using the JYFLTRAP Penning trap 
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[22]. The Penning trap is situated 
after a rf-quadrupole cooler [23] and 
is segmented into two traps, one for 
beam purification and the second 
for precision mass measurements. In 
this work only the purification trap 
was used and particle identification 
was performed through a mass in- 
dependent dipole excitation followed 
by a mass selective (-^L — 23500 
for 229 Th + ) quadrupole excitation, 
centering ions of interest onto the 
beamline axis for single ion detec- 
tion. The purification trap is buffer 
gas filled (10 -4 mbar) to provide 
cooling of ions during the quadrupole 
excitation. Bunches are formed in- 
side the rf-quadrupole cooler prior to 
injection into the purification trap. 
A bunching time of 660 ms was em- 
ployed, corresponding to the opti- 
mum mass resolution settings for the 
mass of interest. A transmission effi- 
ciency of 10% was measured from the 
switchyard to the ion detector after 
the Penning trap by comparison of 
the 221 Fr switchyard alpha activity 
and post trap ion rate respectively. 



The relative abundances of molecules 
formed in the ion guide was mea- 
sured (Table 3) by comparing the 
integrated number of counts in the 
quadrupole excitation resonance of 
a given molecule to that of bare 
229 Th + over the same cycle time. A 
singly charged 229 Th ion can only be 
formed inside the ion guide either by 
direct emission in such a state from 
the source or via three body inter- 
actions with impurities in the gas 
from a higher charge state. It cannot 
charge exchange with helium due to 
the first, second and third ionisa- 



tion potentials of thorium being less 
than the first ionisation potential of 
helium. Given this required process, 
molecular sidebands are to be ex- 
pected in the mass spectrum of the 
source. 



Molecule 


Relative Abundance 


229 Th+ 


1 


229 Th(H 2 0)+ 


0.55 


229 Xh0+ 


0.27 


229 Th(H 2 0)+ 


0.005 


229 ThO+ 


<0.0001 



Table 3 

Molecular composition of the ions exit- 
ing the ion guide relative to the abun- 
dance of 229 Th + measured using the 
JYFLTRAP Penning trap. 

The most abundant molecule found 
was 229 Th(H 2 0) 2 f which was approx- 
imately half the magnitude of 229 Th + 
and arises due to water vapour being 
present in the system. 229 ThO + is 
also formed in the ion guide through 
reactions with oxygen present on the 
surface of the source due to the elec- 
troplating process and by reactions 
with impurity oxygen molecules. 
This molecule is far more abundant 
than 229 ThOt due to 229 ThO+ being 
more strongly bound and therefore 
surviving with a greater probability. 
Trace amounts of 229 Th(H 2 0)^ are 
also formed in the ion guide and can 
again be attributed to water vapour 
in the system. 229 Th(H 2 0) 2 " is seen in 
greater quantities than 229 Th(H 2 0)i~ 
due to metallic thorium favouring a 
higher coordination number. 

As the efficiency between the switch- 
yard and Penning trap is dependent 
upon formation of molecules inside 
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the rf-quadrupole cooler, this effect 
was studied. A 229 Th + beam was in- 
jected into the cooler and the abun- 
dance of molecules exiting the device 
was measured. The results are tabu- 
lated (Table 4) and displayed relative 
to the abundance of surviving bare 
229 Th + . The main molecule formed 
inside the cooler is 229 ThO + , primar- 
ily arising from oxygen present in the 
system after the breakup of water 
molecules in the rf-field. 



Molecule 


Relative Abundance 


229 Th+ 


1 


229 Th0 + 


0.96 


229 ThO+ 


0.013 


229 Th(H 2 0)+ 


0.01 


229 Th(H 2 0)+ 


<0.0001 



Table 4 

Molecular composition of ions exiting 
the rf-cooler relative to the abundance 
of surviving 229 Th + after injection of a 
pure 229 Th + beam. 

In an attempt to reduce the forma- 
tion of 229 ThO + inside the rf-cooler, 
the bunching time as a function of 
229 ThO+/ 229 Th+ ratio was investi- 
gated and is presented in Fig. 11. An 
exponential growth fit to the data of 
the form 



y = y + Aexp(x/t) (4) 

was applied, whereby yo is the intrin- 
sic switchyard to trap transmission 
efficiency and t is a time constant for 
the formation of 229 ThO + inside the 
cooler [24]. 

This yielded an intrinsic switchyard 
to trap transmission efficiency of 




0.0 0.2 0.4 0.6 0.8 1.0 1.2 1.4 1.6 
Cooler Bunching Time (s) 

Fig. 11. 229 ThO+/ 229 Th+ ratio as a 
function of cooler bunching time nor- 
malised to the standard bunching time 
of 660 ms. 

32 ± 14% and a molecular forma- 
tion time constant of 0.39(7) s for 
229 ThO + production in the cooler. 
This indicates that the impurity con- 
centration level is 4.3 x 10 9 cm~ 3 
assuming a reaction rate for produc- 
tion of 229 ThO + identical to that of 
the reaction Th + + 2 ^ThO + + 
O [25]. This impurity concentration 
is comparable to the stated water 
contaminant abundance of the buffer 
gas. The possibility of molecular for- 
mation inside the purification trap 
was not studied here. 



Accumulation of bunches on a 
timescale shorter than the reaction 
time constant inside the cooler im- 
proves the bare transmission effi- 
ciency of 229 Th + , but the intrinsic 
efficiency is unavoidable and is the 
main loss mechanism between the 
switchyard and experimental sta- 
tions. Accounting for transmission 
losses between the ion guide and 
Penning trap, the overall 229 Th + ex- 
traction efficiency is estimated at 
0.06% of the source strength. Missing 
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efficiency arises through molecular 
formation inside the ion guide (Ta- 
ble 3) and due to an unknown frac- 
tion of neutral 229 Th a-recoils and 
molecules thereof. The neutral 229 Th 
atomic fraction may be accessed via 
resonant laser ionisation [11] in the 
future. 



periments using this newly available 
beam will follow. This will begin with 
collinear laser spectroscopy studies 
on the ground state and predicted 
low-lying isomeric state in 229 Th. 
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5 Conclusion 

The testing of differing electric field 
arrangements in this study has 
shown that a large potential gradient 
at large distances from the source 
of an electric field is best achieved 
through injection of electrons into a 
gas cell. This large potential differ- 
ence directly contributes to both the 
ion guide efficiency for extraction of 
a-recoils and reduction in extrac- 
tion time of short lived ions. An ion 
guide efficiency for the extraction of 
229 Th + «-recoils is reduced compared 
to that of 221 Fr+, 219 Rn+ and 217 At+ 
and can be attributed to a combi- 
nation of source geometry, chemical 
effects and an unknown neutral atom 
population. A 229 Th+ beam has been 
successfully extracted but impurity 
molecules restrict the bare ion frac- 
tion, most likely in favour of forming 
water and oxide compounds. Deliv- 
ery of the ion beam to experimental 
stations is also reduced by the in- 
trinsic transmission efficiency of the 
system, but formation of molecules 
inside the cooler can be almost elim- 
inated by an appropriate choice of 
bunching time. A rate of 50 s _1 
229 Th ions at experimental stations 
has been achieved and a series of ex- 
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